ALKALI TREATMENT OF MICROROUGH TITANIUM SURFACES AFFECTS MACROPHAGE/MONOCYTE ADHESION, PLATELET ACTIVATION AND ARCHITECTURE OF BLOOD CLOT FORMATION

Vincent Milleret1,4, Stefano Tugulu2,4, Falko Schlottig2 and Heike Hall1,∗

1Cells and BioMaterials, Department of Materials, ETH Zurich, Zürich, Switzerland
2Thommen Medical AG, Waldenburg, Switzerland

Abstract

Titanium implants are most commonly used for bone augmentation and replacement due to their favorable osseointegration properties. Here, hyperhydrophilic sand-blasted and acid-etched (SBA) titanium surfaces were produced by alkali treatment and their responses to partially heparinized whole human blood were analyzed. Blood clot formation, platelet activation and activation of the complement system was analyzed revealing that exposure time between blood and the material surface is crucial as increasing exposure time results in higher amount of activated platelets, more blood clots formed and stronger complement activation. In contrast, the number of macrophages/monocytes found on alkali-treated surfaces was significantly reduced as compared to untreated SBA Ti surfaces. Interestingly, when comparing untreated to modified SBA Ti surfaces very different blood clots formed on their surfaces. On untreated Ti surfaces blood clots remain thin (below 15 mm), patchy and non-structured lacking large fibrin fiber networks whereas blood clots on differentiated surfaces assemble in an organized and layered architecture of more than 30 mm thickness. Close to the material surface most nucleated cells adhere, above large amounts of non-nucleated platelets remain entrapped within a dense fibrin fiber network providing a continuous cover of the entire surface. These findings might indicate that, combined with findings of previous in vivo studies demonstrating that alkali-treated SBA Ti surfaces perform better in terms of osseointegration, a continuous and structured layer of blood components on the blood-facing surface supports later tissue integration of an endosseous implant.

Keywords: SBA Ti surfaces, alkali treatment, hemocompatibility, blood clot formation, fibrin fibers, platelet activation.

Introduction

Immediately upon implantation medical implants get exposed to the patient’s blood and surface interactions between blood components such as blood cells and fibrin(ogen) will influence the extent of blood coagulation, fibrin fiber formation and acute inflammation (Anderson, 2001; Arvidsson et al., 2007). Activation of these processes might directly trigger the extrinsic coagulation cascade induced by the trauma of the implantation. Since all cascades of blood coagulation are highly interlinked and proceed in a sequential manner, also contact activation of the intrinsic blood-clotting cascade induced by the cleavage of prekallikrein to kallikrein might be induced after implant implantation. Moreover, complement activation and the activation of platelets and leukocytes on an implant surface has been described extensively (Griffin, 1978; Smith et al., 2003; Jackson, 2007). The chemistry and topography of the medical implant surfaces were demonstrated to be able to influence interactions with all blood components (Smith et al., 2003; Gorbet and Sefton, 2004). Hence the extent and overall success of a medical implant designed e.g. for bone fixation might be directly influenced by the physicochemical properties of the implant surface (Gorbet and Sefton, 2004; Stanford, 2010).

Titanium (Ti), which is currently considered as the material of choice for manufacturing of load-bearing endosseous implants, has been reported to be highly thrombogenic – being one of the reasons for the materials outstanding osseointegrative characteristics (Hong et al., 1999). Recently, Ti implants with superhydrophilic microrough surfaces have attracted much interest due to their superb osseointegrative potential (Schwarz et al., 2009). Superhydrophilic implants have shown to result in enlarged bone to implant contact area and stronger mechanical fixation in the early healing phase of up to 4 weeks post implantation (Buser et al., 2004). In previous studies conversion of hydrophobic to superhydrophilic microrough sand-blasted and acid-etched (SBA) Ti implants was obtained by alkali treatment. Preliminary studies demonstrated stronger osseointegrative potential of alkali-treated microrough SBA Ti implants in vivo (Calvo-Guirado et al., 2010; Stadlinger et al., 2009). Surface analysis indicated that superhydrophilicity of alkali-treated microrough SBA Ti surfaces might at least partly be attributed to deprotonation and ion exchange of hydroxyl-groups on the TiO2-x surfaces increasing the ionic character and the net negative surface charge (Tugulu et al., 2010). Also, Kokubo and colleagues investigated the effect of alkali- and heat-treatment on Tantalum surfaces’...
Alkali treatment of microrough titanium surfaces

V Milleret et al.

osseointegration and showed that bone bonding to plates implanted into rabbit tibiae was greater for heat- and alkali-treated tantalum implants compared to native ones. The aim of this contribution is to correlate these changes in the surface chemistry of TiO$_2$-x surfaces with changes in blood clot formation, differential adhesion and activation of blood cells. In order to do so microrough SBA Ti implant surfaces were alkali-treated and then exposed to whole human blood for different exposure times. The activation of the coagulation cascade, the complement system and platelet activation in partially heparinized (3 IU/mL) whole human blood was assessed by determining the concentration of specific marker proteins after contact with alkali-treated and untreated SBA Ti implant surfaces. The activation of the complement system was assessed by the increase in anaphylatoxin C5a (Gardiniali et al., 1992); blood coagulation was determined by an increase in kallikrein-like activity (Griffin and Cochrane, 1976) and the increase in thrombin-antithrombin complexes (TAT) (Diquelou et al., 1994). Activation of platelets was demonstrated by the release of P-selectin and immunohistological staining against CD62p (Matowicka-Karna et al., 2006). Moreover, differential adhesion and activation of monocytes/macrophages was analyzed by immunohistological staining against CD14 (Ziegler-Heitbrock and Ulevitch, 1993). The second part of the study describes effects of alkali treatment on composition, structure and organization of “in vitro” blood clots” formed on SBA Ti implant surfaces.

Materials and Methods

Preparation of titanium surfaces

Disk-shaped Ti surfaces of 15 mm in diameter and 2 mm thickness composed of titanium grade 4 (Dynamet Incorporated, Washington, PA, USA) were prepared, sandblasted, acid-etched (SBA) and alkali-treated when necessary as previously described (Tugulu et al., 2010). Alkali treatment was performed by sonicating the Ti surfaces in 0.05 M aqueous NaOH for 30 s at room temperature. Ti surfaces were immediately used after alkali treatment.

Partially heparinized whole human blood

Human whole blood from healthy volunteers not taking medication was purchased from the local blood bank (Zentrale Blutbank, University Hospital Zürich) and was heparinized directly upon withdrawal by using 7 mL vacutainer tubes (BD Vacutainer™ No Additive (Z) Plus Tubes; BD, Franklin Lakes, NJ, USA) modified with 21 IU sodium heparin (Carl Roth, Karlsruhe, Germany), Eur. Ph., 120 IU/1mg) resulting in a final concentration of 3 IU heparin/mL blood. All blood samples used for the experiments were freshly withdrawn, transported and incubated with partially heparinized whole human blood of 3 IU heparin/mL blood. All blood samples used for the experiments were freshly withdrawn, transported and incubated with partially heparinized whole human blood for different exposure times. The activation of the coagulation cascade, the complement system and platelet activation in partially heparinized (3 IU/mL) whole human blood was assessed by determining the concentration of specific marker proteins after contact with alkali-treated and untreated SBA Ti implant surfaces. The activation of the complement system was assessed by the increase in anaphylatoxin C5a (Gardiniali et al., 1992); blood coagulation was determined by an increase in kallikrein-like activity (Griffin and Cochrane, 1976) and the increase in thrombin-antithrombin complexes (TAT) (Diquelou et al., 1994). Activation of platelets was demonstrated by the release of P-selectin and immunohistological staining against CD62p (Matowicka-Karna et al., 2006). Moreover, differential adhesion and activation of monocytes/macrophages was analyzed by immunohistological staining against CD14 (Ziegler-Heitbrock and Ulevitch, 1993). The second part of the study describes effects of alkali treatment on composition, structure and organization of “in vitro” blood clots” formed on SBA Ti implant surfaces.

Enzyme linked immunoassays (ELISA) for the detection of C5a, soluble P-selectin and thrombin-antithrombin (TAT)

Concentrations of C5a, soluble P-selectin (sP-selectin) and thrombin-antithrombin III (TAT) complexes were determined in partially heparinized (3 IU/mL) whole human blood prepared as described above using commercially available ELISA kits to detect C5a ELISA (from IBL, No. IB 79153), for human sP-Selectin/CD62P immunoassay (from R&D Systems, Minneapolis, MN, USA; No. BB86) and for TAT complexes the AssayMax Human Thrombin-antithrombin (TAT) Complexes ELISA Kit from Gentaur (Kampenhout, Belgium) (No. ET1020D) was used, respectively. Kallikrein-like activity was assessed photometrically in plasma derived from partially heparinized whole human blood according to a procedure described by Gallimore et al. (Gallimore and Friberger, 1982) using a substrate reagent from Diapharma (West Chester, OH, USA) (plasma kallikrein-like activity, No S-2302). All assays were carried out according to the manufacturer’s instructions and with reagents provided by the manufacturers. The experiments were performed at least 5 times in duplicates.

Scanning electron microscopy (SEM)

SBA Ti surfaces were analyzed by SEM before and after 10 min and 2 h of incubation in heparinized (3 IU/mL) whole human blood at 37 °C. Briefly, following blood incubation, samples were rinsed 3 times in phosphate-buffered saline (PBS) and fixed in 3% glutaraldehyde in PBS for 30 min, followed by 2% osmium tetroxyde in PBS for 20 min, both at room temperature (RT). Samples were subsequently dehydrated in a graded series of ethanol (from 30% to 96%). Out of absolute ethanol the samples were dried over the critical point of CO$_2$ (Tc 5 318°C, Pc 5 73, 8 bar) using a critical-point dryer (CPD 030 Critical Point Dryer, Bal-Tec AG, Balzers, Liechtenstein). The samples were sputter-coated with 7 nm platinum and the images were recorded with a Zeiss (Oberkochen, Germany) SUPRA 50 VP at 5 kV using secondary electron signals and at 20 kV using backscattered electron signals with a magnification between 250 and 10,000 times. For quantification, micrographs of random areas of each sample at 520 times magnification were taken with secondary electron signals for cell count, and with 250 times magnification of backscattered electron signals.
signals for surface coverage analysis. Backscattered SEM images were obtained at constant brightness and contrast settings to minimize sample-to-sample variation. Images were analyzed with ImageJ (NIH, Bethesda, MD, USA) using a constant manually set threshold to include organic material on the surfaces followed by detection of particles with a minimum area of 100 μm². Experiments were performed in duplicates and five images per sample were used for quantification.

Confocal laser scanning microscopy (CLSM)

For confocal laser scanning microscopy of deposited blood components, blood-exposed alkali- and untreated SBA Ti surfaces were rinsed 3 times in PBS and subsequently fixed for 20 min in an aqueous solution of 4% (w/v) PFA, 65 mM PIPES, 25 mM HEPES, 10 mM EGTA and 3 mM MgCl₂ and subsequently incubated for 10 min in PBS containing 0.1% Triton X 100 (500 μL per well) for cell permeabilization. On all samples, cell nuclei were stained with 1:2000 Hoechst 33342 (Molecular Probes, Eugene, OR, USA) in PBS (Sigma-Aldrich, St. Louis, MO, USA) containing 1% (w/w) of BSA (Bovine Serum Albumin, SAFC, Sigma-Aldrich) for 10 min at RT. Staining of the actin cytoskeleton was achieved by incubating the samples in a solution of Alexa Fluor® 488-phalloidin (1:200, Molecular Probes) in 1 % (w/w) of BSA in PBS for 2 h at RT.

Stainings for CD41, sP-selectin and fibrin were carried out by incubating the samples in solutions of monoclonal anti-integrin α2b – CD41 (Sigma-Aldrich, No I9660), purified anti-human CD62P – P-selectin (Biolegend, San Diego, CA, USA; No 304902) or monoclonal anti-human fibrinogen (Sigma-Aldrich, F9902), respectively, using 1:50 dilutions for 2 h followed by incubation in a solution of anti-mouse Alexa 633 (1:200, Molecular Probes) for 1 h at RT. CD14 staining was carried out by incubating in a solution of biotinylated anti-human CD14 antibody (1:50, R&D Systems, No BAF183) for 30 min followed by streptavidin Alexa 488 (1:200, Molecular Probes) for 1 h at RT. All samples were washed 3 times with PBS after incubation with antibody solutions. All antibodies were diluted in 1 % (w/w) BSA in PBS. Samples were mounted on glass coverslips (24 x 50 mm, Carl Roth) using Mowiol 4-88 mounting medium (Calbiochem; EMD Chemicals,
Gibbstown, NJ, USA), left overnight and analyzed by laser scanning confocal microscopy (SP5, Leica Microsystems, Wetzlar, Germany). Fluorescence was analyzed using the following wavelengths: Hoechst 33342 (ex = 350 nm and em = 440 nm), Alexa-488 (ex = 495 nm and em = 519 nm) and Alexa-633 (ex = 632 nm and em = 647 nm).

Statistical analysis
All mean values were compared by one-way ANOVA analysis using Matlab 7.9 (the MathWorks Inc, USA). Statistical significance was accepted for \( P < 0.05 \) after comparing the mean values by Bonferroni test and was designated by an asterisk.

Results

Activation of the complement system, platelets and the blood coagulation cascade
The influence of alkali treatment of sandblasted and thermal acid etched (SBA) Ti surfaces on contact activation by whole human blood was tested. Specifically, the extent of activation of the common pathway of blood coagulation, of platelet activation and of the complement system were monitored by ELISA against specific marker proteins; namely thrombin-antithrombin III (TAT) complexes, soluble P-selectin (sP-selectin) and the anaphylatoxin C5a, respectively. Additionally, contact activation of the intrinsic coagulation cascade as induced by direct contact with materials surfaces was assessed by the increase in kallikrein-like activity. In all cases, protein concentrations in partially-heparinized whole human blood before and after 10 min and 2 h incubation with untreated and alkali-treated SBA Ti surfaces were compared.

Fig. 1A demonstrates the increase of C5a in blood upon contact with untreated and alkali-treated SBA Ti surfaces. Alkali-treatment did not significantly affect complement activation as alkali-treated and untreated SBA surfaces induced a comparable increase in C5a concentrations. Both types of surfaces showed strong increase in C5a concentrations with time. 5 ng/mL C5a were found after 2 h of incubation whereas only 1.5 and 1 ng/mL C5a were detected before and after 10 min of incubation, respectively. C5a concentrations found after exposure to control stainless steel surfaces were comparable to the starting values before blood exposure indicating that the contributions of chamber walls and handling on the C5a levels were negligible (Fig. 2A).

The influence of alkali treatment of SBA Ti surfaces on the activation of the intrinsic cascade and the common pathway of blood coagulation were assessed by measuring kallikrein-like activity (Fig. 1C) and increase in TAT
complex concentrations (Fig. 1D) respectively. For increase in TAT complex concentrations as well as for kallikrein-like activity a strong increase was observed after 2 h as compared to 10 min exposure to partially heparinized blood suggesting that contact activation is clearly time dependent. Moreover, after 2 h of incubation with alkali-treated surfaces both kallikrein-like activity and TAT complex concentrations were significantly elevated compared to the corresponding values obtained with untreated SBA Ti surfaces. The values for kallikrein-like activity increased from 15 U/L to 25 U/L and the concentrations from TAT complexes from 30 to 55 ng/mL, respectively.

The influence of alkali treatment of SBA Ti surfaces on platelet activation was assessed by comparing concentrations of sP-selectin in partially heparinized blood after contact with untreated and alkali-treated SBA Ti surfaces and is shown in Fig. 1D. The increase in sP-selectin formation by alkali treatment correlated well with the corresponding increase in TAT complex formation shown in Fig. 1D. sP-selectin was only significantly increased in blood incubated for 2 h with untreated and alkali-treated SBA Ti surfaces (Fig. 1E). Again, no significant increase in sP-selectin was observed after 10 min of incubation suggesting that increase in sP-selectin requires a certain surface contact time. Assessment of the C5a, TAT, kallikrein and sP-Selectin concentrations after 2 h after blood contact to reference Teflon surfaces evidenced that chamber walls and sample handling did
not significantly affect activation of the analyzed marker protein (Fig. 2).

Morphological characterization of blood clot formation by SEM

The influence of increased activation of the coagulation cascade by alkali-treatment was visualized by secondary electron images of the deposition of blood components on alkali-treated and untreated SBA Ti surfaces after 10 min and 2 h of incubation in low heparinized whole human blood (Fig. 3). As controls non-blood exposed SBA Ti surfaces were used (Figs. 3A,B). The images revealed clear morphological differences between the deposits formed on untreated and alkali-treated SBA Ti surfaces after 10 min (Figs. 3C,D) or 2 h (Figs. 3E,F) of blood exposure. After 10 min clusters of blood components were found on both surface types. In contrast to untreated surfaces alkali-treated SBA Ti surfaces were decorated additionally with a significant amount of fibrous structures. After 2 h of incubation, untreated surfaces were covered by a porous and incomplete layer of blood deposits, while a compact layer of deposits was observed on alkali-treated surfaces.

Fig. 4 compares backscattered SEM images that were used to determine the overall coverage with blood components and the mean size of initial clots on untreated and alkali-treated SBA Ti surfaces. Deposited blood components appear as dark regions in the backscattered electron micrograph (Fig. 4A,B). The mean surface coverage by blood components is shown in Fig. 4C after 10 min and 2 h, respectively. It was significantly elevated on alkali-treated SBA Ti surfaces compared to untreated surfaces. The quantification of the mean size of initial clots as demonstrated in Fig. 4D furthermore supported that on alkali-treated SBA Ti surfaces significantly more blood components and cells attached. For both surfaces a strong increase of surface coverage as well as an increase in deposited initial clots was found with increased exposure time. Therefore all further experiments were analyzed after 2 h of blood exposure to the different SBA Ti surfaces.

**Morphologic characterization of blood clot composition, structure and platelet as well as macrophage activation on SBA Ti surfaces**

In order to analyze the differences between the blood clots formed on SBA Ti surfaces with and without alkali treatment the composition and structure of the clots formed after 2 h of incubation were characterized by confocal laser scanning microscopy after staining with specific antibodies. Also activation of platelets and macrophages attached to the surfaces were analyzed.
Platelet content and activation in the blood clots were analyzed by (immuno-)stainings of a platelet surface marker CD62p, the actin cytoskeleton and cell nuclei on untreated and on alkali-treated SBA Ti surfaces. The total number of cells was determined by nuclear staining while the antibody against CD62p was used to stain persistently activated platelets. Figs. 5A and 5B show projections of z-stacks obtained by confocal laser scanning microscopy (CLSM) images of blood clots formed on untreated and alkali-treated SBA Ti surfaces, respectively. Fig. 5C shows surface coverage by the total number of cells and Fig. 5D by activated CD62p-positive platelets. Both, the overall coverage with nucleated cells and with CD62p-positive platelets were significantly increased on alkali-treated surfaces (66% and 18%) compared to the corresponding values on untreated SBA Ti surfaces (29% and 7%). However the ratio of CD62p-positive platelets to total nucleated cells was found to be about 25% for both surfaces types, suggesting that the percentage of activated platelets did not change by alkali treatment of the surfaces however the absolute number of platelets adhered was significantly increased by 44 and 38%, respectively.

Leukocytes represent the most abundant group of nucleated cells in blood are key mediators of blood coagulation, inflammation and wound healing. One of these cell types are monocytes/macrophages that were detected on fluorescence micrographs after staining against nuclei to determine the total cell number of nucleated cells and by a monocyte/macrophage specific surface marker CD14 on untreated and alkali-treated SBA Ti surfaces. As seen in Figs. 6A-D the total number of cells was significantly increased on alkali-treated SBA Ti surfaces compared to untreated surfaces and this increase was paralleled with a significant change in cell types adhered. Figs. 6C,D demonstrate that the mean number of monocytes/macrophages were similar on both surfaces (about 600 cells/mm²), while the mean number of leukocytes was significantly increased on alkali-treated surfaces (2,200...
cells/mm²) compared to the untreated surfaces (750 cells/mm²), resulting in a relative monocyte/macrophage content of 22% on alkali treated SBA Ti surfaces compared to a corresponding value of 90% on the untreated surfaces.

Crosslinked fibrin(ogen) forms the first provisional matrix after an injury and the structure and amount of deposited fibrin significantly affects subsequent wound healing thus also implant integration (Laurens et al., 2006). Therefore fibrin deposition was compared on untreated and alkali-treated SBA Ti surfaces after 2 h of incubation in partially heparinized whole human blood. Fibrin deposits were stained with an anti-fibrin(ogen) antibody. As evidenced by the fluorescence micrographs in Fig. 7A clear difference in the amount and structure of fibrin fibers were found between alkali-treated and untreated SBA Ti surfaces. The clots formed on untreated SBA Ti surfaces contained unstructured and discontinuous fibrin(ogen) aggregates while a dense mesh of fibrin fibers was detected on alkali-treated surfaces.

Finally, the organization of deposited cellular components within the fibrin fiber network, as well as the overall thickness of the deposited blood clots, were compared. The surfaces were incubated in whole human blood for 2 h and subsequently stained for nucleated cells, for platelets, and for fibrin fibers as displayed in (Fig. 8A). Images of the deposited clots obtained at 0 and 15 μm above untreated SBA Ti surfaces and at 0, 15 and 30 μm above alkali-treated substrates are shown in Figs. 8A, a and b and in Figs. 8A, d, e, and f, respectively. The comparison of fluorescence micrographs obtained at 0 and 15 μm above an untreated SBA Ti surface demonstrated that the blood clot structure did not significantly differ through the thickness of the blood clot. Whereas for the clot found on alkali-treated surfaces the composition changed with the distance from the actual Ti surface in that close to the surface cell nuclei are found (0 μm), whereas in 15 and 30 μm above the surface actin-stained structures without cell nuclei (platelets) and increasing amounts of fibrin fibers

---

**Fig. 6.** Immunofluorescence micrographs of untreated and alkali treated SBA Ti surfaces after 2 h of incubation in partially heparinized whole human blood stained with Hoechst (blue) for nuclei and with CD14 (green) for monocytes/macrophages. The number of adhered nucleated cells is shown in (C) and the ratio between CD14-positive cells to the total number of cells is displayed in (D). Reported values correspond to mean values ± standard deviation from at least 3 experiments carried out in duplicates. Bar = 50 μm.
are detectable. The thickness of the deposited blood clot on untreated and alkali-treated SBA Ti surfaces was estimated by determining the thickness of z-stacks obtained by CLSM (Fig. 7A, c). The thickness of the blood clot deposited on alkali-treated SBA Ti surfaces was strongly increased (~35 μm) as compared to untreated surfaces (~20 μm). Fig. 8B visualizes the organization of the blood clots on alkali-treated (Figs. 8B b and d) and untreated (Figs. 8B a and c) surfaces by 3D-reconstructions and optical cross sections. The 3D reconstruction as well as the vertical cross section of the blood clot further indicate an overall discontinuous appearance of the clot and regular lateral distribution of platelets, fibrin patches and nucleated cells on the untreated SBA Ti surface. In contrast the composition of blood clots after 2 h of incubation on alkali-treated substrates showed a layered architecture. Figs. 8A d, e and f demonstrate the presence of high numbers of nucleated cells but only few platelet aggregates (actin-stained structures without nuclei) directly on the surface. Fibrin fibers seem to be interwoven with platelet patches (large areas of actin-stained structures without nuclei) between 15 μm and 30 μm distance from the surface. The 3D reconstructions and optical cross sections in Figs. 8B b and d confirmed these findings. Entire scans through z-stacks on untreated and alkali-treated SBA Ti surfaces visualize the composition and organization of the blood clots and furthermore indicate a strong association of platelets and leukocytes with fibrin fibers predominantly in the blood-facing regions of the clots providing a very dense and continuous interface between the materials surface and the blood (Animation 1A and 1B, available from the eCM Journal paper website).

**Discussion**

The strong correlation between impaired blood coagulation followed by impaired wound healing underlines the importance of blood coagulation for wound healing, later followed by implant integration (Xu et al., 2010). The aim of this contribution was to correlate increased osseointegrative potential of alkali-treated SBA Ti implants that was demonstrated for the early healing phase of dental implants (Calvo-Guirado et al., 2010; Stadlinger et al., 2009) with exposure of blood to differentially-treated titanium surfaces. Initiation of blood coagulation, platelet and complement activation as well as the architecture of the resulting blood clots on alkali-treated and untreated SBA Ti surfaces was analyzed *in vitro*. In order to do so alkali-treated and untreated SBA Ti surfaces were exposed for different times to partially heparinized blood. Kallikrein-like activity as well as concentrations of TAT complexes and sP-selectin were significantly increased with increasing exposure time to human whole blood on alkali-treated surfaces. These findings might suggest that alkali-treatment of SBA Ti surfaces increased the activation of the common pathways of blood coagulation and of platelet activation via contact activation. In contrast, the increase in C5a concentrations and hence the activation of the complement system was comparable.
Fig. 8. (A) Confocal laser scanning microscope images obtained from blood clots formed after 2 h of incubation in partially heparinized human whole blood at 37 °C on untreated (a and b) and alkali-treated (d, e, f) SBA Ti surfaces. Samples were stained with Hoechst (blue) for nuclei, with phalloidin-Alexa 488 conjugate (green) for actin and with anti-fibrin (red) for fibrin. Images a and d correspond to images obtained at the surface (0 μm), b and e at 15 μm and f at 30 μm above the material surface. Graph c reports the mean blood clot thickness ± standard deviations on untreated and alkali-treated SBA Ti surfaces after 2 h of incubation in whole human blood at 37 °C as determined from entire z-stacks of CLSM images. Bars = 50 μm. (B) 3D reconstructions (a and b) and cross sections (c and d) obtained from CLSM z-stacks of the blood clot formed on untreated (a and c) and alkali-treated (b and d) SBA Ti surfaces stained for the actin cytoskeleton (green), fibrin (red) and cell nuclei (blue). a and b represent regions of 250 μm x 250 μm. The bars in c and d represent 50 μm.
Fig. 9. Schematic of different blood clots observed on untreated (A) or alkali-treated (B) SBA Ti surfaces after 2 h of incubation in partially heparinized whole human blood at 37 °C.
on the activation of blood coagulation, the adhesion of blood cells or the adsorption of plasma proteins. These studies indicate that native Ti is intrinsically highly thrombogenic due to strong contact activation (Hong et al., 1998; Hong et al., 1999; Arvidsson et al., 2007). Furthermore, both topographical and physicochemical properties of the surfaces were reported to influence the activation of blood coagulation. Surface roughness, e.g., was reported to enhance platelet activation and blood clot retention (Park et al., 2001; Di Iorio et al., 2005), while the physicochemical properties of Ti surfaces were shown to influence contact activation or the adhesion and activation of leukocytes properties (Nygren et al., 1997; Hong et al., 1999; Eriksson and Nygren, 2001; Hong et al., 2005; Arvidsson et al., 2007). However, variation of surface chemistry and topography were often coupled within these studies and experimental conditions and blood products used greatly varied between these studies, which limits their comparability.

As recently demonstrated alkali treatment of SBA Ti surfaces does not affect surface topography and hence the changes in blood coagulation in this study can be directly

---

**Fig. 10.** Backscattered electron micrographs obtained after 10 min (A) and 2 h (B) of incubation in partially heparinized whole human blood at 37 °C on untreated and alkali-treated polished Ti surfaces. From these images mean surface coverage by blood components (C) and mean sizes of deposited initial blood cots (D) are demonstrated. Secondary electron micrographs of untreated (E) and alkali-treated (F) polished Ti surfaces after 10 min incubation in whole human at 37 °C. Reported values in C and D correspond to mean values ± standard deviation from 3 experiments carried out in duplicates.
correlated to changes of the surface chemistry induced by the applied alkali treatment (Tugulu et al., 2010). The change in surface chemistry was evidenced by a decrease in contact angle from 120° down to below 5° after treatment with alkali. Chemical differences were detected by XPS and ToF-Sims being a decrease in hydrocarbon content after alkali treatment and mainly fragments of TiO2-x, and TiO2-x. Chemical differences were detected by XPS from 120° down to below 5° after treatment change in surface chemistry was evidenced by a decrease in contact angle from 120° down to below 5° after treatment change in surface chemistry was evidenced by a decrease in contact angle from 120° down to below 5° after treatment.

The increase described here in kallikrein-like activity suggests that blood coagulation on SBA Ti surfaces was induced with increasing contact times. Even stronger kallikrein-like activity was observed on alkali-treated SBA Ti. These findings are consistent with a previous report by Hong et al., who reported a significant activation of the intrinsic cascade of blood coagulation on Ti and TiN surfaces (Hong et al., 1999). Griffin has furthermore described the importance of negative surface charge for surface activation of factor XII and hence contact activation (Griffin, 1978).

The increase of C5a indicated a time dependent increase of complement activation on SBA Ti surfaces without being significantly affected by alkali treatment. Since factor XIIa, kallikrein and thrombin represent positive regulators of complement activation, C5a formation on SBA Ti surfaces might at least partly be induced by activation of blood coagulation. Moreover C5a represents one of the factors, which might induce leukocyte activation via direct binding to leukocyte surface receptors (Gorbet and Sefton, 2004). A possible mechanism for the onset of blood clot formation on SBA Ti surfaces might combine platelet activation by thrombin and platelet entrapment within fibrin fibers via fibrinogen binding integrin αIIbβ3-mediated bridging of activated platelets (Jackson, 2007). Both fibrin polymerization and fibrinogen release by activated platelets are stimulated by thrombin. The here observed formation of well-structured fibrin networks on alkali-treated SBA Ti surfaces and the lack of fibrin fiber formation and their deposition on untreated SBA Ti surfaces might therefore be related to the differences in thrombin activation as discussed by Wollberg (2007).

Eriksson and Nygren reported a strong influence of activation of blood coagulation on leukocyte adhesion to Ti surfaces, which is consistent with our findings of increased densities of nucleated cells (leukocytes – presumably neutrophils) on alkali-treated SBA Ti substrates (Eriksson and Nygren, 2001). Activated platelets and leukocytes were reported to recruit each other primarily via P-Selectin glycoprotein ligand-1 (PSGL-1) interactions (Hara et al., 2010; Nomura et al., 2000). This binding is subsequently reinforced via integrin αMIβ2 (CD11b/CD18 or Mac-1) binding to platelet GPIb or to fibrinogen, which is bound to platelet GPIb/IIa or αVβ3 integrin (Zarbock et al., 2007). Leukocytes were further reported to mediate contact activation as well as release tissue factor and kallikrein, which might contribute to the further activation and amplification of blood coagulation on SBA Ti surfaces.

(Gorbet and Sefton, 2004; Henderson et al., 1994; Newball et al., 1975; Wachtfol et al., 1983). As demonstrated by Goel et al., neutrophils enhance fibrin formation and deposition (Goel and Diamond, 2003). Thus the increased number of neutrophils might also account for the increased fibrin polymerization on alkali-treated SBA Ti surfaces.

Gorbet and Sefton have recently proposed a model of time dependent biomaterial-associated thrombogenicity with a sequential change from contact activation of the blood clotting cascade, to platelet activation and later to leukocyte mediated activation of the tissue factor pathway as the primary source of thrombin activation and thrombogenicity (Gorbet and Sefton, 2004). The here studied clot formation and activation of blood coagulation on SBA Ti surfaces confirms this model.

Summarizing, one can say that minute changes in the surface chemistry of SBA Ti surfaces induced by alkali treatment induced profound changes in initial blood clot formation. Further studies need to determine if these morphological and compositional changes of the formed blood clot are followed by improved wound healing and osseointegration.

References


Discussion with Reviewer

Reviewer II: Could you please comment on the impact of alkali treatment on the use of other clinically relevant metals like tantalum?

Authors: Kokubo and colleagues intensively investigated the effect of alkali- and heat-treatment on tantalum surfaces (Kato et al., 2000; Miyazaki et al., 2000; Miyazaki et al., 2001, see “Additional References”). They showed that, in vitro, alkali-treated Tantalum surfaces could form apatite in a short period of time (compared to native tantalum surfaces), hence have a higher bone-bonding potential (Miyazaki et al., 2000). They showed in another study that subsequent heat treatment leads to higher mechanical surface stability (of the alkali-treated implant) without decrease in its bioactivity (Miyazaki et al., 2001). An in vivo study where native and heat- and alkali-treated tantalum plates were implanted into rabbit tibiae showed that heat- and alkali- treated tantalum implants showed a much greater bone bonding compared native ones (Kato et al., 2000). The bioactivity was credited to the alkali-treatment which was stabilized by heat treatment. Although no in vivo study with alkali-treated tantalum (without subsequent heat treatment) has been performed, those studies show that alkali treatment on tantalum surfaces lead to a improved bone formation at the implant interface.

Reviewer II: It is argued that the topography of the SBA samples does not change with reference to Tugulu et al. (2010) (text reference). First of all, I cannot find evidence of no topographical changes in that paper (e.g., AFM or similar). Furthermore, if true, it would have been important to have a flat-polished-titanium control +/- alkali treated.

Authors: Comparable SEM analysis has been performed after exposure of partially heparinized whole blood on polished Ti-surfaces. The result in terms of surface coverage followed similar trends demonstrated for SBA samples. (cf. Fig. 10). In details, increased coverage was observed on alkali-treated surfaces compared to non-treated surfaces, and the coverage increased with longer incubation time (Fig. 10A-D). As well fibrin fiber formation was observed on alkali-treated polished surfaces (Fig. 10F), while no fibers were observed on non-treated polished surfaces (Fig. 10E). For our applications as endosseous implants polished titanium surfaces are not relevant; therefore, only SBA surfaces have been further investigated.

Additional References

